
 

FIRE ALARM INSPECTION AND TESTING FORM 

NAME: ____________________________________________ 
ADDRESS: ________________________________________ 
OWNER CONTACT:_________________________________ 
TELEPHONE:______________________________________ 
 FAX: ____________________________________________ 
 

NAME: _______________________________________________ 
ADDRESS: ____________________________________________ 
CITY/STATE/ZIP : ______________________________________ 
REPRESENTATIVE: ____________________________________ 
LICENSE NO. : ________________________________________ 
TELEPHONE : _________________________________________ 

Vil lage  of  Southampton 
  71 Hil l  Street ,  Sui te  #1  Southampton,  NY  11968 
 Telephone  (631)  204-2152 Fax  (631)  283-0649 

INSPECTING FIRM CUSTOMER 

CONTROL UNIT 

DEVICE AND CIRCUIT INFORMATION 

DEPARTMENT OF FIRE  PREVENTION 

NAME: ___________________________________________ 
TELEPHONE: _____________________________________ 
ACCOUNT NO. : ___________________________________ 
 

MANUFACTURER: _______________________________ 
MODEL: _______________________________________ 
LAST SERVICE DATE:___________________________ 
 

MONINTORING COMPANY 

OVER  

WHAT NUMBER WILL CENTRAL STATION CALL TO REPORT AN ALARM TO THE SOUTHAMPTON F.D. ? __________________________________ 

DEAN McNAMARA 
FIRE MARSHAL 

QUANTITY DESCRIPTION 
________ MANUAL FIRE ALARM BOXES 

__________ ION DETECTORS 
__________ PHOTO DETECTORS 
__________ DUCT DETECTORS 
__________ HEAT DETECTORS 
__________ SPRINKLER VALVE SUPERVISORY 
__________ BUILDING TEMPERATURE SUPERVISORY 

QUANTITY DESCRIPTION 
________ WATER FLOW SWITCHES 

__________ BELLS 
__________ HORNS 
__________ STROBES 
__________ SPEAKERS 
__________ SPRINKLER TAMPER SUPERVISORY 
__________ OTHER 

 

DEDICATED CIRCUIT?                       YES       NO 
PANEL BOARD AND CIRCUIT DESIGNATION                               ______________    
CIRCUIT NUMBER IS LABELED ON FIRE    
ALARM CONTROL UNIT?     YES       NO         
DISCONNECTING MEANS IS SECURED?                                     YES       NO    
DISCONNECTING MEANS CLEARLY LABELED?   YES       NO
                                      
 

SYSTEM POWER SUPPLY 
DATE OF BATTERY INSTALLATION OR “UNKNOWN”   __________________               
CHARGER TEST                                 PASS     FAIL     
UNK 
LOAD VOLTAGE                                 PASS     FAIL     
UNK             
DISCHARGE TEST                                 PASS     FAIL     
UNK 
 

BATTERIES 



THE FOLLOWING PARTIES SHALL NE NOTIFIED PRIOR TO ANY TESTING. 
( FAILURE TO DO SO MAY RESULT IN LEGAL ACTION AGAINST THE INSPECTOR OR COMPANY.) 

SYSTEM TESTS AND INSPECTIONS 

DEVICE    TEST TYPE     COMMENTS 
 
CONTROL UNIT    VISUAL             FUNCTIONAL  _________________ __________________________________________ 
            
LAMPS/ LEDS    VISUAL             FUNCTIONAL  ___________________________________________________________ 
 
TROUBLE SIGNALS    VISUAL             FUNCTIONAL                 ____________________________________________________________ 
 
AUDIBLE NOTIFICATION DEVICES  VISUAL             FUNCTIONAL  ___________________________________________________________ 
    
VISIBLE NOTIFICATION   DEVICES  VISUAL             FUNCTIONAL  ___________________________________________________________ 
     

DEVICE LOCATION  DEVICE TYPE              TEST TYPE                  RESULTS 
_____________________________________________________________              VISUAL     FUNCTIONAL           PASS      FAIL 

_____________________________________________________________              VISUAL     FUNCTIONAL           PASS      FAIL      

_____________________________________________________________              VISUAL     FUNCTIONAL           PASS      FAIL 

_____________________________________________________________              VISUAL     FUNCTIONAL           PASS      FAIL 

_____________________________________________________________              VISUAL     FUNCTIONAL           PASS      FAIL 

_____________________________________________________________              VISUAL     FUNCTIONAL           PASS      FAIL 

_____________________________________________________________              VISUAL     FUNCTIONAL           PASS      FAIL 

_____________________________________________________________              VISUAL     FUNCTIONAL           PASS      FAIL  

HAVE ANY OF THE DEVICES BEEN ADDED OR REMOVED SINCE LAST INSPECTION ?                                      YES     NO  
IS THE FIRE ALARM CONTROL UNIT PROTECTED BY A SMOKE DETECTOR?            YES     NO  
WAS THE TRANSMISSION OF ALARM  EVENTS TO THE MONITORING ENTITY CONFIRMED?    YES     NO  

MONITORING ENTITY:  YES  NO  TIME: ______________ 
 
BUILDING OCCUPANTS:  YES  NO  TIME: ______________ 

BUILDING MANAGEMENT:                YES     NO      TIME:  ____________  
 
SOUTHAMPTON FIRE DEPT. ( 631/283-0056)     YES     NO      TIME:  ____________ 

IS THE BUILDING  OCCUPANY CLASSIFICATION THE SAME AS THE PREVIOUS INSPECTION?    YES  NO   

INITIATING AND SUPERVISORY DEVICE TEST AND INSPECTION 

MONITORING ENTITY:  YES  NO  TIME: ______________ 
 
BUILDING OCCUPANTS:  YES  NO  TIME: ______________ 

BUILDING MANAGEMENT:                YES     NO      TIME:  ____________  
 
SOUTHAMPTON FIRE DEPT. ( 631/283-0056)     YES     NO      TIME:  ____________ 

HAVE THE FOLLOWING PARTIES BEEN NOTIFIED THAT THE TESTING IS COMPLETE? 
 

WERE ALL DEFICIENCIES NOTED ABOVE CORRECTED?  YES       NO  N/A 

IF NOT, WHY?
__________________________________________________________________________________________________________________________________________
__________________________________________________________________________________________________________________________________________ 

I, AN EMPLOYEE OF THE INSPECTING FIRM LISTED ABOVE DO HEREBY CERTIFY THAT THE FIRE ALARM SYSTEM DESCRIBED 
ABOVE WAS INSPECTED IN ACCORDANCE WITH NFPA 72 (1999) AND THAT THIS INSPECTION HAS BEEN PROPERLY CON-

DUCTED AND ALL STATEMENTS ARE TRUE AND CORRECT TO THE BEST OF MY KNOWLEDGE. 
 

ANY FALSE STATEMENTS MADE ARE HEREIN PUNISHABLE AS A MISDEMEANOR. 
NAME : _________________________________  SIGNATURE: _______________________________ DATE: ______________    TIME: ______________ 
NAME OF OWNER/ AGENT 
PRESENT: _____________________________    SIGNATURE: _______________________________ DATE: ______________      TIME: _____________ 

ATTACH CENTRAL STATION’S LOG OF THE TEST TO THIS REPORT AND RETURN ORIGINAL TO: 
SOUTHAMPTON VILLAGE FIRE MARSHAL, 71 HILL STREET SUITE #1, SOUTHAMPTON NY 11968 

( FAXED COPIES ARE NOT ACCEPTABLE.) 



<<
  /ASCII85EncodePages false
  /AllowTransparency false
  /AutoPositionEPSFiles true
  /AutoRotatePages /None
  /Binding /Left
  /CalGrayProfile (Dot Gain 20%)
  /CalRGBProfile (sRGB IEC61966-2.1)
  /CalCMYKProfile (U.S. Web Coated \050SWOP\051 v2)
  /sRGBProfile (sRGB IEC61966-2.1)
  /CannotEmbedFontPolicy /Error
  /CompatibilityLevel 1.4
  /CompressObjects /Tags
  /CompressPages true
  /ConvertImagesToIndexed true
  /PassThroughJPEGImages true
  /CreateJDFFile false
  /CreateJobTicket false
  /DefaultRenderingIntent /Default
  /DetectBlends true
  /DetectCurves 0.0000
  /ColorConversionStrategy /CMYK
  /DoThumbnails false
  /EmbedAllFonts true
  /EmbedOpenType false
  /ParseICCProfilesInComments true
  /EmbedJobOptions true
  /DSCReportingLevel 0
  /EmitDSCWarnings false
  /EndPage -1
  /ImageMemory 1048576
  /LockDistillerParams false
  /MaxSubsetPct 100
  /Optimize true
  /OPM 1
  /ParseDSCComments true
  /ParseDSCCommentsForDocInfo true
  /PreserveCopyPage true
  /PreserveDICMYKValues true
  /PreserveEPSInfo true
  /PreserveFlatness true
  /PreserveHalftoneInfo false
  /PreserveOPIComments true
  /PreserveOverprintSettings true
  /StartPage 1
  /SubsetFonts true
  /TransferFunctionInfo /Apply
  /UCRandBGInfo /Preserve
  /UsePrologue false
  /ColorSettingsFile ()
  /AlwaysEmbed [ true
  ]
  /NeverEmbed [ true
  ]
  /AntiAliasColorImages false
  /CropColorImages true
  /ColorImageMinResolution 300
  /ColorImageMinResolutionPolicy /OK
  /DownsampleColorImages true
  /ColorImageDownsampleType /Bicubic
  /ColorImageResolution 300
  /ColorImageDepth -1
  /ColorImageMinDownsampleDepth 1
  /ColorImageDownsampleThreshold 1.50000
  /EncodeColorImages true
  /ColorImageFilter /DCTEncode
  /AutoFilterColorImages true
  /ColorImageAutoFilterStrategy /JPEG
  /ColorACSImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /ColorImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /JPEG2000ColorACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /JPEG2000ColorImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /AntiAliasGrayImages false
  /CropGrayImages true
  /GrayImageMinResolution 300
  /GrayImageMinResolutionPolicy /OK
  /DownsampleGrayImages true
  /GrayImageDownsampleType /Bicubic
  /GrayImageResolution 300
  /GrayImageDepth -1
  /GrayImageMinDownsampleDepth 2
  /GrayImageDownsampleThreshold 1.50000
  /EncodeGrayImages true
  /GrayImageFilter /DCTEncode
  /AutoFilterGrayImages true
  /GrayImageAutoFilterStrategy /JPEG
  /GrayACSImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /GrayImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /JPEG2000GrayACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /JPEG2000GrayImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /AntiAliasMonoImages false
  /CropMonoImages true
  /MonoImageMinResolution 1200
  /MonoImageMinResolutionPolicy /OK
  /DownsampleMonoImages true
  /MonoImageDownsampleType /Bicubic
  /MonoImageResolution 1200
  /MonoImageDepth -1
  /MonoImageDownsampleThreshold 1.50000
  /EncodeMonoImages true
  /MonoImageFilter /CCITTFaxEncode
  /MonoImageDict <<
    /K -1
  >>
  /AllowPSXObjects false
  /CheckCompliance [
    /None
  ]
  /PDFX1aCheck false
  /PDFX3Check false
  /PDFXCompliantPDFOnly false
  /PDFXNoTrimBoxError true
  /PDFXTrimBoxToMediaBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXSetBleedBoxToMediaBox true
  /PDFXBleedBoxToTrimBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXOutputIntentProfile ()
  /PDFXOutputConditionIdentifier ()
  /PDFXOutputCondition ()
  /PDFXRegistryName ()
  /PDFXTrapped /False

  /Description <<
    /CHS <FEFF4f7f75288fd94e9b8bbe5b9a521b5efa7684002000410064006f006200650020005000440046002065876863900275284e8e9ad88d2891cf76845370524d53705237300260a853ef4ee54f7f75280020004100630072006f0062006100740020548c002000410064006f00620065002000520065006100640065007200200035002e003000204ee553ca66f49ad87248672c676562535f00521b5efa768400200050004400460020658768633002>
    /CHT <FEFF4f7f752890194e9b8a2d7f6e5efa7acb7684002000410064006f006200650020005000440046002065874ef69069752865bc9ad854c18cea76845370524d5370523786557406300260a853ef4ee54f7f75280020004100630072006f0062006100740020548c002000410064006f00620065002000520065006100640065007200200035002e003000204ee553ca66f49ad87248672c4f86958b555f5df25efa7acb76840020005000440046002065874ef63002>
    /DAN <>
    /DEU <>
    /ESP <>
    /FRA <>
    /ITA <>
    /JPN <FEFF9ad854c18cea306a30d730ea30d730ec30b951fa529b7528002000410064006f0062006500200050004400460020658766f8306e4f5c6210306b4f7f75283057307e305930023053306e8a2d5b9a30674f5c62103055308c305f0020005000440046002030d530a130a430eb306f3001004100630072006f0062006100740020304a30883073002000410064006f00620065002000520065006100640065007200200035002e003000204ee5964d3067958b304f30533068304c3067304d307e305930023053306e8a2d5b9a306b306f30d530a930f330c8306e57cb30818fbc307f304c5fc59808306730593002>
    /KOR <FEFFc7740020c124c815c7440020c0acc6a9d558c5ec0020ace0d488c9c80020c2dcd5d80020c778c1c4c5d00020ac00c7a50020c801d569d55c002000410064006f0062006500200050004400460020bb38c11cb97c0020c791c131d569b2c8b2e4002e0020c774b807ac8c0020c791c131b41c00200050004400460020bb38c11cb2940020004100630072006f0062006100740020bc0f002000410064006f00620065002000520065006100640065007200200035002e00300020c774c0c1c5d0c11c0020c5f40020c2180020c788c2b5b2c8b2e4002e>
    /NLD (Gebruik deze instellingen om Adobe PDF-documenten te maken die zijn geoptimaliseerd voor prepress-afdrukken van hoge kwaliteit. De gemaakte PDF-documenten kunnen worden geopend met Acrobat en Adobe Reader 5.0 en hoger.)
    /NOR <>
    /PTB <>
    /SUO <>
    /SVE <>
    /ENU (Use these settings to create Adobe PDF documents best suited for high-quality prepress printing.  Created PDF documents can be opened with Acrobat and Adobe Reader 5.0 and later.)
  >>
  /Namespace [
    (Adobe)
    (Common)
    (1.0)
  ]
  /OtherNamespaces [
    <<
      /AsReaderSpreads false
      /CropImagesToFrames true
      /ErrorControl /WarnAndContinue
      /FlattenerIgnoreSpreadOverrides false
      /IncludeGuidesGrids false
      /IncludeNonPrinting false
      /IncludeSlug false
      /Namespace [
        (Adobe)
        (InDesign)
        (4.0)
      ]
      /OmitPlacedBitmaps false
      /OmitPlacedEPS false
      /OmitPlacedPDF false
      /SimulateOverprint /Legacy
    >>
    <<
      /AddBleedMarks false
      /AddColorBars false
      /AddCropMarks false
      /AddPageInfo false
      /AddRegMarks false
      /ConvertColors /ConvertToCMYK
      /DestinationProfileName ()
      /DestinationProfileSelector /DocumentCMYK
      /Downsample16BitImages true
      /FlattenerPreset <<
        /PresetSelector /MediumResolution
      >>
      /FormElements false
      /GenerateStructure false
      /IncludeBookmarks false
      /IncludeHyperlinks false
      /IncludeInteractive false
      /IncludeLayers false
      /IncludeProfiles false
      /MultimediaHandling /UseObjectSettings
      /Namespace [
        (Adobe)
        (CreativeSuite)
        (2.0)
      ]
      /PDFXOutputIntentProfileSelector /DocumentCMYK
      /PreserveEditing true
      /UntaggedCMYKHandling /LeaveUntagged
      /UntaggedRGBHandling /UseDocumentProfile
      /UseDocumentBleed false
    >>
  ]
>> setdistillerparams
<<
  /HWResolution [2400 2400]
  /PageSize [612.000 792.000]
>> setpagedevice


